Calibration of kVp meters used in quality control tests in diagnostic radiology by spectrometry.
A non-invasive calibration methodology of quality control instruments for diagnostic radiology was established and applied to different kinds of commercial kVp meters. The method uses the measurement of the spectrum endpoint as a reference. The results showed a variation of 10% between the responses of the instruments calibrated and the spectrometric system, a fact that demonstrates the need for instrument calibration.